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Among Lab-on-a-chip techniques, digital microﬂuidics (DMF), allowing the precise actuation of discrete
droplets, is a highly promising, ﬂexible, biochemical assay platform for biomedical and bio-detection
applications. However the durability of DMF systems remains a challenge due to biofouling of the
droplet-actuating surface when high concentrations of biomolecules are employed. To address this
issue, the use of superhydrophobic materials as the actuating surface in DMF devices is examined. The
change in contact angle by electrowetting of deionised water and ovalbumin protein samples is
characterised on diﬀerent surfaces (hydrophobic and superhydrophobic). Ovalbumin droplets at
1 mg ml1 concentration display better electrowetting reversibility on Neverwet®, a commercial
superhydrophobic material, than on Cytop®, a typical DMF hydrophobic material. Biofouling rate,
characterised by roll-oﬀ angle measurement of ovalbumin loaded droplets and further conﬁrmed by
measurements of the mean ﬂuorescence intensity of labelled ﬁbrinogen, appears greatly reduced on
Neverwet®. Transportation of protein laden droplets (ﬁbrinogen at concentration 0.1 mg ml1 and
ovalbumin at concentration 1 mg ml1 and 10 mg ml1) is successfully demonstrated using
electrowetting actuation on both single-plate and parallel-plate conﬁgurations with performance
comparable to that of DI water actuation. In addition, although droplet splitting requires further
attention, merging and eﬃcient mixing are demonstrated.Introduction
The application of ‘Lab on a Chip’ techniques to modern
bioassay technologies such as Enzyme Linked Immunosorbent
Assay (ELISA)1–6 and Polymerase Chain Reaction (PCR)6–9 has
been the subject of extensive research.10–12 Digital microuidics
(DMF) has emerged as a promising technique for such assays
due to small sample volume, typically at microliter scale,
resulting in fast reaction times andminimal use of reagents and
samples, oﬀering non-dispersive reagent transport (compared
to continuum microuidics) facilitating all bioassay protocols
and, nally, allowing high automation capacity for imple-
menting complex protocols. DMF achieves precise spatial
control of droplets using the principle of electrowetting-on-
dielectric (EWOD) by which the apparent contact angle (CA) q
of a droplet sitting on a dielectric layer is modied by regulation
of the voltage V applied between the droplet and the surface as
described by the Young–Lippmann equation (eqn (1)):13–15niversity of Hertfordshire, College Lane,
herts.ac.uk
0JQ, UK
ESI) available: Videos of protein droplet
hemistry 2017cos q ¼ cos qc þ 3o3r
2 glgd
V 2 ¼ cos qc þ h (1)
where qc is the CA without voltage application (i.e. the Young
angle), 3o is the permittivity of free space, 3r is the dielectric
constant, glg is the liquid–gas surface tension and d is the
dielectric layer thickness. The dimensionless electrowetting
number h represents the ratio between the electrostatic energy
and the free energy at the liquid|gas interface. Fully automated
DMF devices have been successfully demonstrated by several
groups1–4,6–8,13,16–22 exploiting EWOD's capability to individually
control droplet samples via specic control electrode activation
sequences.
There are two common congurations of EWOD-based DMF
devices: the single-plate (or ‘open’) and the parallel-plate (or
‘closed’) conguration. Most reported devices1–4,6–8,13,16–22 use the
parallel-plate conguration, both because it provides reliable
droplet volumes by protecting droplets from evaporation and
because droplets in parallel-plate devices are less aﬀected by
gravity than single-plate devices. In a parallel-plate device, two
plates sandwich the actuation medium which can be either air
or an immiscible uid such as silicone oil.13,21,23 The base plate
comprises the array of control electrodes below the hydro-
phobic and dielectric layers while the cover plate constitutes the
ground electrode. There are also reports of parallel-plate withRSC Adv., 2017, 7, 49633–49648 | 49633
RSC Advances Paper
O
pe
n 
A
cc
es
s A
rti
cl
e.
 P
ub
lis
he
d 
on
 2
5 
O
ct
ob
er
 2
01
7.
 D
ow
nl
oa
de
d 
on
 2
1/
11
/2
01
7 
09
:5
3:
36
. 
 
Th
is 
ar
tic
le
 is
 li
ce
ns
ed
 u
nd
er
 a
 C
re
at
iv
e 
Co
m
m
on
s A
ttr
ib
ut
io
n 
3.
0 
U
np
or
te
d 
Li
ce
nc
e.
View Article Onlinepassive cover plate24–26 but this conguration requires a specic
design of the base plate's control electrodes. Although earlier
work indicates that such passive setup would be unworkable
with a typical square electrode design,21 the present study
suggests that using superhydrophobic material would permit
the very simple square electrode design1–4,6–8,13,17–22 to be used in
a functional passive cover plate conguration, thus, reducing
complexity in both fabrication and electrical integration of the
electrowetting actuator and allowing accommodation of other
bioassay functions while still maintaining the droplet control
advantages of two plates rather than a single plate.25
Despite its many advantages, the full potential of DMF for
bioassay applications will not be achieved without successfully
addressing the question of device reliability when ‘real life’
samples are used. ‘Real life’ samples, because they typically
contain high concentrations of biomolecules, can cause
contamination of the actuation surface, generally referred to as
biofouling, by deposition of solid inclusions (e.g. microorgan-
isms) or by the adsorption of biomolecules (e.g. proteins).4 The
subsequent motion of droplets is impeded at the contaminated
location thus compromising the device's reliability and limiting
its lifetime. Whilst the biofouling rate can be mitigated by pre-
DMF ‘sample prep’ processes, this reduces the operational and
commercial advantages of DMF bioassays.
A silicone oil medium has been used in some studies17,21,23 to
reduce biofouling but this approach requires specic device
packaging to avoid leakage4 and is challenging in terms of
transportability and connectivity with other microuidic
devices. There is also the risk of oil components inltrating the
droplet thus interfering with the droplet's chemistry.27 Another
approach to reducing biomolecular adsorption is by adding
a pluronic surfactant to the droplet.28 This method has its
drawbacks as the use of surfactant could reduce the electro-
wetting performance by altering the droplet viscosity and
surface tension. In the same way as an oil medium, the
surfactant could also change the droplet's chemistry thus
aﬀecting the outcome of the bioassay.29
Teon™ AF1,3,4,13,16–18,21 and Cytop®30,31 have been the pre-
vailing materials used for the realisation of hydrophobic
surfaces in DMF because they provide high static contact angles
(110). They also display high electrowetting reversibility (the
ability of droplet CA to return to its initial value aer voltage
application) with low hysteresis for most types of solutions.
However, these materials are prone to biofouling and therefore
have low durability when solutions with a high concentration of
biomolecules are used.32 They are also quite expensive propri-
etary technologies. Accordingly, some studies have evaluated
low cost, commercial, oﬀ-the-shelf ‘rain repellent’ hydrophobic
materials such as Rain-X,33 Nevosil Si-7100,34 and Avam.34 These
products have demonstrated promising performance as actu-
ating surfaces but their robustness with ‘real life’ samples has
yet to be investigated.
Beyond hydrophobicity, a surface is characterised as super-
hydrophobic when its static CA is larger than 150. This prop-
erty is produced by combining micro and nanostructures with
low surface energy. A key component in the development of
superhydrophobic surfaces is the introduction of surface49634 | RSC Adv., 2017, 7, 49633–49648roughness by the micro and nanostructures which feature is
also present in naturally occurring superhydrophobic surfaces
(e.g. buttery wings, colocasia leaves and lotus leaves).35–37Wang
& Jiang37 described ve possible states of superhydrophobic
surfaces: Wenzel state, Cassie–Baxter state, Lotus state (special
case of Cassie–Baxter state), transitional state between Wenzel
and Cassie–Baxter states, and ‘Gecko’ state. In both Cassie–
Baxter state and Lotus state, the superhydrophobic surfaces
gain a self-cleaning property due to the high CA which reduces
liquid droplet contact area with the surface and provides almost
frictionless droplet movement.36,37 On account of these charac-
teristics, in order to address the biofouling issue, it is proposed
to investigate superhydrophobic material as an alternative to
the conventional hydrophobic surface.
Only one study reports the fabrication of a fully super-
hydrophobic (base and cover plate) EWOD device.38 This device
comprises a silicon dioxide layer coated with per-
uorodecyltrichlorosilane that acts both as the dielectric layer
and the superhydrophobic actuating surface. Displacement of
a water droplet across very short distances at a low voltage of
24 V was demonstrated but reliable actuation across an opera-
tionally relevant distance with this device has not been well
evidenced. Another study30 reported the partial use of a super-
hydrophobic surface in a DMF device applied only to the ground
(cover) electrode plate instead of the control electrode (base)
plate in a ‘closed’ EWOD conguration. Other studies39–44 con-
cerning EWOD superhydrophobic surfaces investigated elec-
trowetting reversibility of CA but did not report fully functional
EWOD transportation devices.
All of the studies concerning superhydrophobic surfaces in
EWOD devices require expensive equipment and/or involve
complex processes that imply high ultimate production costs
for large area, potentially disposable, bioassay devices.38–41 Mats
et al.35 investigated some aspects of the application of the
commercial superhydrophobic material Ultra-Ever Dry® in
a non-EWOD magnetic actuation based DMF device but only
reported the roll-oﬀ angle required to move magnetic particle
suspension droplets. The superhydrophobic surface was
prepared by the simple spray-deposition process using a chro-
matography sprayer. Freire & Tanner45 employed a super-
amphiphobic (repels both water and oil) surface to develop
a DMF device capable of moving bovine serum albumin at
concentration 2000 times higher than previously reported
without using any additives. This device however relies on
contactless dielectrophoresis mechanisms for droplet actuation
(termed eld dewetting) rather than EWOD hence relying on
free-rolling of the droplet rather than wetting mechanisms.
The main aim of the present study is to realise an anti-
biofouling DMF device by exploiting the self-cleaning property
of superhydrophobic surfaces. In the following, the use of
a commercially available superhydrophobic material Never-
Wet® (NW) as actuating surfaces on the base electrodes of
a DMF device is examined. Employing such superhydrophobic
material oﬀers the potential for four advantageous aspects: (1)
fabrication of a parallel-plate device with a passive cover plate;
(2) simpler fabrication process compared to the nanofabricated
superhydrophobic surfaces presented in previous studies; (3)This journal is © The Royal Society of Chemistry 2017
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View Article Onlinelow material cost (as a rough estimation, NeverWet® is 20 times
cheaper than Cytop®); (4) reduction of biofouling compared to
hydrophobic surfaces such as Teon™ AF and Cytop®.
In this paper, the electrowetting performance of protein-
loaded droplets on NW coating is characterised and compared
to the performance on Cytop®. The impact on the biofouling
rate of the electrowetting voltage and the duration of the
experiment is then discussed. Finally, a fully-superhydrophobic
DMF device is presented and used to demonstrate repeated and
reliable actuation of protein-loaded droplets.Experimental
Hydrophobic and superhydrophobic surface preparation
For the contact angle, roll-oﬀ angle and protein adsorption
measurements, all the test surfaces are rst prepared for
deposition of the superhydrophobic and hydrophobic layers by
coating the substrates with a 3.2 mm dielectric layer of Parylene-
C (Specialty Coating Systems) using a SCS Labcoater® 2 Par-
ylene Deposition System. Silicon wafer (p-type, h100i, 1–10
ohm cm, Pi Kem Ltd) are used as substrates for all experiments
except for the protein adsorption tests for which ITO coated
glass microscope slides (Diamond Coatings) are used.
Three distinct surfaces are investigated: one hydrophobic,
coated with Cytop® (Asahi Glass Co., Ltd.) and two super-
hydrophobic, coated using two diﬀerent deposition processes of
the commercial product NeverWet® (Rust-Oleum Corp.). NW is
(in standard use) a two-part coating system comprising a base
coat and top coat. The base coat is composed of liqueed
petroleum gas, aliphatic hydrocarbon, n-butyl acetate, methyl
isobutyl ketone, methyl acetate, ethyl acetate, and poly-
propylene while the top coat contains acetone, propane, n-
butane, and silicone derived ingredients.46
For the preparation of the hydrophobic surface, Cytop® is
spin coated on top of the Parylene-C layer at 1500 rpm for 30 s
and then so baked for 30 minutes at 140 C. To implement the
superhydrophobic surfaces, one is coated with top coat NW only
(identied as TNW) and the other is coated with both base coat
NW and top coat NW (identied as BTNW). Both base and top
coat layers are aerosol sprayed between 15 cm and 30 cm from
the substrate as specied by the manufacturer. Both the base &
top coated surface types are allowed to dry at ambient room
temperature for 30 minutes before the second coating is
applied. All surfaces are allowed to rest for a minimum of 30
minutes before use.Droplet solutions
The impact of biofouling on the electrowetting performances of
the diﬀerent surfaces is assessed using two diﬀerent proteins,
albumin from chicken egg white (ovalbumin), a globular
protein of approximately 45 kDa molecular weight, and brin-
ogen, a large elongated ‘sticky’ serum protein of approximately
340 kDa frequently used to measure the adsorption resistance
of surfaces.47–49
Six solutions are employed: deionised (DI) water (0.1 mS cm1
at 25 C), ovalbumin (lyophilised powder, $98%, SigmaThis journal is © The Royal Society of Chemistry 2017Aldrich) solution at three concentrations (0.01 mg ml1, 0.1 mg
ml1 and 1 mg ml1), and uorescent dye-labelled brinogen
solution (brinogen from human plasma, Alexa Fluor™ 647
Conjugate, ThermoFisher Scientic) at 0.1 mg ml1.
To assess merging and mixing on the superhydrophobic
device, red dyed droplets are prepared from a solution con-
taining 5 mg ml1 New Cocccine dye (Sigma-Aldrich).
Surface characterisation
The surfaces are characterised using a scanning electron
microscope (JCM 5700, JEOL, USA) and a stylus surface prol-
ometer (AlphaStep® D-500, KLA Tencor).
Contact angle measurements
The measurement of the CA as a function of applied voltage is
performed using a Theta Lite optical tensiometer (Biolin
Scientic). A positive potential varying between 0 V and 250 V
using a DC power supply (Digimess) is applied to a droplet
sitting on the prepared silicon substrate via a platinum wire.
The volume of the droplet used for the CAmeasurement is 20 ml.
Extrand & Moon50 suggest the use of small droplets (below 5 ml)
for CA measurement on superhydrophobic surface as a larger
volume causes the underestimation of CA measurement due to
gravity. However, it was experienced during the present study
that the inclusion of the wire for the application of potential
using volume smaller than 10 ml caused underestimation (tens
of degrees) of the CA. Droplets with volume below 10 ml tend to
stick to the wire, altering their shape and sometimes staying
suspended above the surface due to the adhesive force on the
wire and the high superhydrophobicity of the surface. This is
especially true for droplets with high protein concentration. The
small volume droplets are also too highly aﬀected by evapora-
tion to suit the long duration of voltage application. Therefore,
despite the apparent CA being slightly aﬀected by gravity, larger
20 ml droplets were chosen for the present study.
Images of the droplet are recorded at 1.3 fps and the CA
evolution is analysed by One Attension soware (the Theta Lite
system's soware). The CA is recorded at every 10 V increment
and once the maximum value of 250 V was reached the voltage
was returned back to zero in 10 V decrements: thus completing
a hysteresis cycle which took 765 seconds to complete. This
process is repeated a minimum of three times (n ¼ 3) for each
droplet solution on each type of surface. Every run is performed
with a fresh droplet on a diﬀerent surface location to prevent
the possibility of charge trapping and protein adhesion eﬀects.
Roll-oﬀ angle measurements
The tilting angle of the silicon substrate required to cause a 20
ml droplet to roll-oﬀ from its resting position is measured by
positioning half of the silicon substrate on a static reference
surface while the other half is attached to a small laboratory
jack. The jack is carefully levelled with the reference surface
before the silicon wafer is placed at the centre. The silicon wafer
is then tilted slowly by gradually lowering the jack until the
droplet starts to roll-oﬀ the surface. The tilt angle of the silicon
substrate is measured using a bubble protractor. This process isRSC Adv., 2017, 7, 49633–49648 | 49635
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View Article Onlinerepeated for all four solution types on both types of surface:
Cytop® and TNW. To investigate the eﬀect of applied voltage
magnitude and the duration of excitation on the roll-oﬀ angle,
one hysteresis cycles is applied to the droplet prior to
measurement. The maximum voltage value and the completion
duration of each cycle are varied. Voltage of 0 V, 150 V or 250 V
are used, each with two diﬀerent completion duration 75 s or
765 s. The increment of voltage from zero to themaximum value
was performed similarly to the method used for CA
measurement.
Evaluation of the biofouling rate
In order to further investigate the eﬀect of applied voltage
magnitude and its duration on the biofouling rate, direct
measurement of the amount of protein adsorbed onto Cytop®
or TNW coated surfaces was made using the same electro-
wetting hysteresis cycles used for the roll-oﬀ angle experiment.
The surfaces were exposed to 20 ml droplets loaded with 0.1 mg
ml1 of brinogen Alexa Fluor® 647 conjugate. The relative
amount of protein adsorbed the surface of the slides following
their contact with the energised droplets was assessed by
measuring the mean uorescence intensity of the resulting
spots using a GenePix 4000B microarray scanner (Molecular
Devices) (635 nm excitation laser and Cy5 compatible emission
lter, a resolution of 10 mm and a PMT gain 500). Image
acquisition and analysis was performed using the GenePix® Pro
7 Acquisition and Analysis Microarray soware (Molecular
Devices).
Design, fabrication and testing of superhydrophobic EWOD
DMF device
To evaluate linear actuation of droplets, DMF test base plates,
shown in Fig. 1, are realised. Each plate comprises ten parallel
rows of sixteen independent chrome-on-glass control electrodesFig. 1 Test base plate. Each electrode of a row is electrically con-
nected to the electrodes of the same column. In order to provide
optical transparency of the Cr patterned electrodes, each one of them
is constituted of ﬁne, lattice-like, dashed Cr lines.
49636 | RSC Adv., 2017, 7, 49633–49648buried underneath a 3.2 mm layer of Parylene-C. Each electrode
in a row is electrically connected with its corresponding elec-
trodes in the same column of the other rows. Commercial Cr
photomasks implementing our design are supplied by Com-
pugraphics International (Glenrothes, Scotland) to be sawn into
quadrants and used directly as the glass plate and the Cr elec-
trodes of the base. The width of each square control electrode
on the base plate is 1.7 mmwith a 60 mm inter-electrode spacing
along the row. In the parallel plate conguration, the cover plate
substrate is a low resistivity 4 inch silicon wafer and the gap
between the base and cover plates is 380 mm. TNW is employed
as the superhydrophobic layer of the EWOD device. BTNW is
not evaluated. As will be discussed subsequently, this choice is
motivated by TNW's better electrowetting performance and
reversibility when compared with BTNW's. The top coating of
NW is sprayed on both the base and cover plates.
Merging and mixing tests are performed using a bespoke
design of electrodes encompassing a 2  5 electrodes mixing
region for the base plate.‡ These tests are performed using
a ‘closed’ EWOD conguration employing an ITO coated glass
slide as cover electrode. Other parameters including the Cr
electrode geometries, the gap thickness and the nature and
thickness of the technological layers are similar to the one
employed for the linear actuation tests.
Each device is mounted in a custom made PMMA frame and
electrical connection is made from the base plate using ZEBRA®
elastomeric electronic connectors (Fugipoly, Japan) to a USB
powered compact and simple electronics able to address each of
the 16 independent electrical lines with 1 kHz sine wave at
voltages up to 225 VRMS.
Droplet movement is recorded using a ScopeTek (Hangzhou
Scopetek Opto-Electric Co., Ltd.) microscope camera at 30 fps.
The displacement and velocity of the droplet on the EWOD
devices is measured using image analysis soware (Tracker,
Video Analysis and Modelling Tool).Results and discussion
Surface characterisation
A surface's superhydrophobicity is determined by both its
chemical composition and its topography.42 NW surfaces are
superhydrophobic due to their hydrocarbon and silicone
content.46 The two kinds of NW surfaces in this study, TNW and
BTNW, are imaged using the SEM. As Fig. 2 shows, at themacro-
scale (40 magnication) BTNW and TNW surfaces display
distinct topographies, the BTNW surface displays asperities
with dimensions in the hundreds of micrometre range (Fig. 2a)
whereas only smaller asperities (in the tens of micrometres
range) are observed on the TNW surface (Fig. 2d).
Macro-scale observation reveals a rather homogeneous
distribution of the morphological features. It is believed that
substantially spherical ller-particles are incorporated into the
NeverWet® base and top coating compositions to develop‡ The base plate used for the mixing and merging tests was produced as part of
a project (concluded in 2015) funded by the defence science and technology
laboratory. Only a small proportion of the design is used in the present work.
This journal is © The Royal Society of Chemistry 2017
Fig. 2 SEMmicrograph of BTNW (left) and TNW (right) surface at diﬀerent magniﬁcations (increasing magniﬁcation from top to bottom):40 (a
and d) 200 (b and e) and 15000 (c and f).
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View Article Onlinesurface texture51 comparable to the morphology found at the
same scale on lotus leaves and other naturally super-
hydrophobic surfaces. Higher magnications (Fig. 2b and e)
show the substantially spherical nature of the asperities
described above, conrming the probable presence of ller-
particles. It can be seen that the macroscale topography is
completed by a nanoscale texturisation.
The highest magnication (15000) reveals the presence of
nanometric structures (feature size of circa 100 nm) both forThis journal is © The Royal Society of Chemistry 2017BTNW (Fig. 2c) and TNW (Fig. 2f). The observed nanostructures,
very similar in shape and dimension for both surfaces, probably
originate from the presence of silicon derivative46 in the
formulation of NeverWet® top coat as referred to in thematerial
safety data sheet. The presence of both micro and nanoscale
structures on both surfaces is consistent with the hierarchical
structure as described by Wang & Jiang37 which is critical to the
Lotus eﬀect.RSC Adv., 2017, 7, 49633–49648 | 49637
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View Article OnlineAll the morphological features observed above introduce
substantial surface roughness into TNW and BTNW surfaces
compared to a more classical hydrophobic coating such as
Cytop®. The surface roughness of BTNW, TNW and Cytop®
surfaces were measured using a stylus proler. As expected,
BTNW, with the larger observed features, has the highest
roughness, Ra ¼ 4.922 mm, of the three samples whereas TNW
roughness is lower by one order of magnitude: Ra ¼ 0.563 mm.
Two orders of magnitude below this, Cytop® presents the
lowest roughness, Ra ¼ 0.008 mm indicating a very at surface.
Equal volume deionised (DI) water droplets are pipetted onto
each of the three surfaces. The contact proles of the sessile DI
droplet on each surface are shown in Fig. 3. As anticipated, the
micro and nanostructure introduced by the NeverWet® samples
(BTNW and TNW) induced a clear superhydrophobic behaviour.
However, with its smoother surface, the Cytop®|DI interface
remains hydrophobic (contact angle below 150). It is inter-
esting to note the absence of signicant impact on the apparent
CA of the diﬀerent surface topographies of TNW and BTNW
despite the large diﬀerence in surface roughness.
Finally, the thickness of each layer is estimated using the
stylus proler. Cytop® and TNW layers are very thin (respec-
tively several tens of nanometres and several hundreds of
nanometres) whereas the BTWN is very thick: around 30 mm.
According to the Young–Lippmann equation (eqn (1)), it is ex-
pected that the electrowetting performance on BTNW will be
strongly aﬀected by the layer thickness.Contact angle measurements
Surface tension of the liquid–gas interface, glg can inuence the
CA of a liquid on a solid substrate based on the Young's equa-
tion (eqn (2)):
gsl ¼ gsg  glg cos qc (2)
where gsg is the solid surface free energy and gsl is the solid–
liquid surface tension. Although glg was not directly
measured for all the solutions used here (DI water,Fig. 3 Droplets of DI water on Cytop® (left), BTNW (middle), and TNW (r
camera of the optical tensiometer. The dash line represents the baseline
49638 | RSC Adv., 2017, 7, 49633–496480.01 mg ml1, 0.1 mg ml1 and 1 mg ml1 ovalbumin), the
diﬀerent concentrations of protein lead to diﬀerent glg of the
droplet as evidenced by the diﬀering initial CA between the
diﬀerent solutions on all types of surfaces. However, these
diﬀerences are minor with initial CA values measured between
168 and 171 on TNW, between 161 and 171 on BTNW and
between 97 and 110 on Cytop® where it is most pronounced.
The Fig. 4 shows the electrowetting response of all the
solutions on the three diﬀerent surfaces by applying DC voltage
between 0 V to 250 V.
Electrowetting reversibility highly inuences the ability of
a droplet to move across a surface by means of electrowetting
force. All types of droplet display partial reversibility with
moderate hysteresis on the TNW surface (Fig. 4). Only TNW
displays reversibility for 1 mg ml1 ovalbumin. On this surface,
DI water has the lowest hysteresis of 37 followed by increasing
values for increasing ovalbumin concentrations. On the Cytop®
surface, partial reversibility is observed for all solutions
excepting 1 mg ml1 ovalbumin. Only DI water is reversible on
the BTNW surface.
The TNW surfaces also allow a wider CA modulation range
for all types of droplet solution when compared with Cytop®.
For DI water droplets on TNW, the CA decreases by 72
compared to a CA decrease of 33 for Cytop®. As predicted,
BTNW has the poorest electrowetting performance: with
a decrease of only 23 from the initial CA. Cytop® produces the
lowest hysteresis for all types of droplet solution among the
three surfaces (Fig. 4). Despite TNW's higher hysteresis values
than Cytop®, the nal CAs on TNW aer completing an elec-
trowetting cycle are still higher than the initial CAs on Cytop®.
Specically, the lowest nal CA on TNW is 120 for 1 mg ml1
ovalbumin which is still higher than the highest initial CA of
110 for DI water on Cytop® before an electrowetting cycle.
TNW's higher hysteresis values than Cytop® have been
demonstrated not to aﬀect the droplet actuation performance
in EWOD device as supported by the results presented subse-
quently. It is emphasised that Cytop® is also non reversible for
high concentration protein solution suggesting biomoleculesight) surfaces. The photographs were recorded using the objective and
used for the estimation of the contact angle.
This journal is © The Royal Society of Chemistry 2017
Fig. 4 Contact angle modiﬁcation vs. the applied voltage for diﬀerent droplets: (clockwise from top left) DI water, 0.01, 0.1, and 1 mg ml1
ovalbumin. Electrowetting hysteresis is plotted for diﬀerent surfaces: TNW (blue triangles), BTNW (orange circles) and Cytop® (grey crosses). For
each hysteresis curve, the starting point is at the higher contact angle.
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View Article Onlineadhere to the surface, which is the issue this study attempts to
examine.
The higher value of hysteresis measured on TNW when
compared to Cytop® is considered to be due to the impalement
of droplets on the nanostructures of the superhydrophobic
surface. Initially, when no electrowetting force is applied, the
droplet is located on top of the nanostructures in the Cassie–
Baxter energy state. When a certain voltage level is reached there
is a transition to the Wenzel state where impalement of the
droplet on to the nanostructures occurs. Once this happens, the
energy required for the droplet to transition back to Cassie–
Baxter state is too high and hence the droplet remains partially
impaled in the nanostructure resulting in higher values of
hysteresis. Although most of the droplet solutions were partially
reversible on TNW, their high initial CA could not be repeated.
In contrast, Cytop®, due to low surface roughness, has lower
hysteresis values and an almost fully reversible behaviour. The
non-reversibility of all the droplet solutions, except for DI water
on BTNW, might also be explained by the same irreversible
transition of states from Cassie–Baxter to Wenzel. As BTNW has
the highest surface roughness of the three surfaces, indicating
the highest nanostructures, it will reasonably require higherThis journal is © The Royal Society of Chemistry 2017transition energy than TNW. Lapierre et al.39 previously
demonstrated that superhydrophobic surface reversibility
decreases with increase in the nanostructure height. They
achieved almost complete CA reversibility back to 160 from
130 using 190 VTRMS on superhydrophobic surface with 20 mm
long silicon nanowires.
It can be noted that the electrowetting numbers (h in eqn (1))
of the two super-hydrophobic surfaces are signicantly
diﬀerent. While the curves of CA modulation for TNW and
Cytop® observed in the rst half of the hysteresis cycle are
almost superimposable, denoting a similar electrowetting
number, the CA modulation curve for BTWN is noticeably
diﬀerent. This diﬀerence between TNW and BTNW is believed
to be mainly contributed by the diﬀerence in thickness. While
TNW is relatively thin (several hundreds of nanometres),
BTNW, due to the presence of the basecoat, is very thick (circa
30 mm), which greatly aﬀects the electrowetting force in the
actuating surface corresponding to a lower electrowetting
number. There are no signicant diﬀerences in the electro-
wetting number between the diﬀerent types of solution on the
same type of surface as there are only small variations in their
values of liquid–gas surface tension expect for the 1 mg ml1RSC Adv., 2017, 7, 49633–49648 | 49639
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View Article Onlineovalbumin solution on Cytop® for which the number appears
smaller maybe due to the stickiness of the liquid to the surface.
The roughness of the surfaces is another factor aﬀecting the
electrowetting mechanism. Alternative models proposed by
Hebertson et al.43 and Torkelli52 take into account the nano-
structures' geometry but these approaches were not employed
as their approximations need parameters such as the nano-
structures' height and diameter which were not measured in
this study.
In order to evaluate the impact of maximum voltage on the
reversibility of droplet solutions on the TNW surface, the
maximum applied voltage was reduced to 150 V (from 250 V)
and it was observed that hysteresis reduced by almost 27% for
ovalbumin 0.01 mg ml1 and 1 mg ml1. However the decrease
was not as signicant for DI water. The ndings are summar-
ised in Fig. 5. Despite hysteresis being reduced, complete
reversibility is still not achievable and furthermore, due to the
lower voltage range, the modulation range of CA is reduced
accordingly. The maximum allowable voltage for complete
reversibility for all four types of solution on TNW surface was
found to be between 45 V to 50 V. Above this voltage, the
hysteresis for the CA is larger than 0.5.
Hysteresis increases with the protein concentration on both
Cytop® and TNW surfaces although it is more pronounced on
Cytop®. Fig. 5 also details the eﬀect of voltage duration on on
CA on Cytop®. The initial experiments were repeated with
a shorter energisation cycle (shorter increment period). The
voltage was increased from 0 V to 250 V in 30 seconds and
decreased to 0 V in less than 45 seconds. The hysteresis was
reduced, especially for the higher protein concentrationFig. 5 Hysteresis of diﬀerent solutions on TNW for 150 V and 250 Vmaxim
duration application of 250 V (line graphs).
49640 | RSC Adv., 2017, 7, 49633–49648solutions. This suggests that higher protein concentration
solutions are more prone to biofouling and hence are more
likely to stick to the surface. In contrast to the non-reversibility
of 1 mgml1 ovalbumin on Cytop observed during the long (765
seconds) energisation cycle, it was partially reversible when
a shorter duration energisation cycle (75 seconds) was used.
This nding suggests that Cytop is more susceptible to
biofouling than TNW when in prolonged contact with protein
solution. This is particularly important as some immunoassay
protocols can require long incubation times thus increasing the
risk of biofouling. The results from Fig. 5 also imply that the
higher the protein concentration, the more impact the duration
of voltage application has on CA reversibility and hysteresis.
This indicates that the protein adhesion on the hydrophobic/
superhydrophobic surface is highly time dependent as sug-
gested elsewhere.53
CA modication as a function of voltage can be predicted by
the Young–Lippmann equation (eqn (1)) until saturation
occurs; beyond the saturation voltage, the CA, reaching the
saturation angle value, cannot be reduced further. Studies54–56
suggest that the saturation angle is approximately 60–70 for
any electrowetting systems. The physical mechanisms of satu-
ration are not fully understood, but Chevalliot et al.55 suggest
factors that could aﬀect this phenomenon. Comparing the
results presented in Fig. 4 with earlier studies,54–56 saturation is
found to occur at CAs higher than the 60–70 range: 96–104 for
TNW, 125–145 for BTNW, and 69–80 for Cytop®. Only
1 mg ml1 ovalbumin on Cytop® has a saturation angle within
the 60 to 70 range. The saturation point for Cytop® occurred
at around 100 V for all types of solution.um applied voltage (column graphs) and on Cytop® for long and short
This journal is © The Royal Society of Chemistry 2017
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View Article OnlineThe disparity between the saturation angle results in this
study and those reported elsewhere are somewhat surprising
but may be due to the longer duration of voltage application
prior to reaching saturation voltage in the present case. Both
Chevalliot et al. and Quinn et al. have clearly demonstrated that
CA saturation is highly time-dependent.54,55 When the experi-
ments were repeated with a shorter energisation cycle for the
Cytop surface, the saturation angles for all solutions ranged
from 60 to 70, lower than in the rst experiment, thus con-
rming the eﬀect of voltage exposure duration on saturation
angle. Although not fully understood, an explanation is
proposed by Chevaliot et al.55 who imply that dielectric charging
of the insulating layer causes a diminution of the electric eld at
the liquid–solid interface. As a result, the electrowetting force is
reduced and the saturation angle is increased.
Of the three types of surface, BTNW has the lowest CA
changes resulting in the highest saturation angles for all the
protein solutions while the DI droplets' saturation is not
reached. As discussed by Chevalliot et al., the nature of the
hydrophobic surface plays a role in CA saturation. TNW appears
to promote dielectric charging more than Cytop®. It is consid-
ered that BTNW layer, like TNW will suﬀer from the cumulative
eﬀect of dielectric charging introduced by the top coat and the
poor electrowetting performance due to the thickness of the
base coat as supported by its very small CA changes. In addition,
the protein solutions behave diﬀerently than on the other two
surfaces. Droplets of all three concentrations of ovalbumin
reach saturation at diﬀerent voltages and very high angles: 127
for 0.01 mg ml1 at 220 V, 125 for 0.1 mg ml1 at 240 V, and
137 for 1 mg ml1 at 170 V. These saturation values do not
substantially uctuate from the initial CA values, especially for
ovalbumin 1 mg ml1 where it diﬀers by only 26.
Another interesting observation regarding the behaviour of
protein solutions on BTNW concerns the discontinuity, or the
sudden drop, of CA that occurs before reaching the saturation
point as can be seen from the Fig. 4. It seems that once a certain
voltage is reached, a signicant change in the CA is induced by
the abrupt impalement of the droplet. This does not occur on
TNW where the changes in the CA are gradual.
The magnitude of the sudden change is approximately 15
for both 0.01 mg ml1 and 0.1 mg ml1 ovalbumin and 8.5 for
1 mg ml1 ovalbumin. The lower CA change for the 1 mg ml1
ovalbumin droplet could be due to a greater aggregation of
protein molecules on the wall of the nanostructure limiting the
penetration of the uid. Further study, beyond the scope of thisTable 1 Measured roll-oﬀ angles for diﬀerent types of droplet solution
Types of solution
Roll-oﬀ angle on top coat NW []
0 V
0 V
(765 s)
150 V
(75 s)
150 V
(765 s)
250 V
(75 s)
DI water <1 <1 <1 <1 2–4
0.01 mg ml1 ovalbumin <1 3 4–5 10 4
0.1 mg ml1 ovalbumin <1 3 3 9 10
1 mg ml1 ovalbumin <1 3 4 9 10
This journal is © The Royal Society of Chemistry 2017paper, would be needed to fully characterise this phenomenon.
This result, together with the irreversibility of protein solution
droplets on this surface, contributed greatly to the decision not
to use the NeverWet® base coat product in the fabrication of the
EWOD droplet actuator.Roll-oﬀ angle measurements
The tilting angle required for the TNW and Cytop® surfaces to
roll-oﬀ a 20 ml droplet from its resting position is evaluated.
Roll-oﬀ angle measurement is a function of the gravitational
force required to move a droplet when it is large enough to
overcome the static friction force of the droplet on the solid
surface.35 BTNW is excluded from this particular study at this
point in experimentation as the irreversibility of most of the
solutions on this surface has discounted its potential as an
EWOD actuating surface. The roll-oﬀ angle is measured on each
surface under diﬀerent conditions: immediately aer pipetting
the droplet on the surface, aer a 765 s resting period, or aer
application of a pre-conditioning voltage (either 150 V or 250 V)
for either 75 seconds or 765 seconds.
As can be seen in Table 1, when no voltage pre-conditioning
is applied, all concentrations of droplet solution roll-oﬀ very
easily on TNW regardless of the durations; roll oﬀ angle ranges
from less than 1 to 3. The roll-oﬀ angles on TNW are also very
low for DI water when the preconditioning voltage is 150 V for
both 75 s and 765 s durations. Slight increases in the roll-oﬀ
angles are observed for DI water when the voltage is increased
to 250 V but there is not much diﬀerence between 250 V applied
for 75 s and 765 s. In this case, the slight increase of the roll-oﬀ
angle for higher voltage may be due to the impalement of the
droplet on the TNW nanostructures. On Cytop®, the roll-oﬀ
angles for DI water are in all cases higher (16–30) than on
TNW. Apart from that, DI water behaves similarly to TNW; the
roll-oﬀ angle is not inuenced signicantly by the variations in
both pre-conditioning voltage magnitude and duration.
For the protein solution droplets, the roll-oﬀ angle on TNW
increases with the duration of the pre-conditioning period
suggestingmolecular biofouling from the droplet to the surface.
The roll-oﬀ angle increase with time is clearly reinforced by an
increase of the pre-conditioning voltage indicating an increase
of the biofouling rate. The eﬀect of voltage amplitude and
duration on the roll-oﬀ angle variation is especially signicant
when both a high voltage of 250 V and a long duration of 765 s
are employed. The roll-oﬀ angles for settings other than 250 Von TNW and Cytop® surfaces
Roll-oﬀ angle on Cytop® []
250 V
(765 s) 0 V
0 V
(765 s)
150 V
(75 s)
150 V
(765 s)
250 V
(75 s)
250 V
(765 s)
4 20 20 17–20 19–21 16–21 17–30
16–24 24–45 >90 32–38 >90 27–28 >90
20–53 33–50 >90 45 >90 33–35 >90
20–33 >90 >90 >90 >90 >90 >90
RSC Adv., 2017, 7, 49633–49648 | 49641
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View Article Onlineand 765 s are generally low with the maximum value of 10.
Comparing the roll-oﬀ angle between the droplet solutions,
there are substantial increases between the DI water and the
protein solutions but there are no signicant variations
between the diﬀerent protein concentrations for all pre-
condition settings. Generally, the increase in roll-oﬀ angle on
TNW can be inuenced by two factors: droplet impalement on
the TNWmicrostructures and protein molecule adhesion to the
surface. For the rst factor, the transition from Cassie–Baxter
state to Wenzel state increases the force needed to move the
droplet on the surface, thus the higher roll-oﬀ angle. The latter
factor plays a major role when protein solutions are used and its
eﬀect is most pronounced with a both high magnitude and
a long duration of applied voltage.
On Cytop®, the roll-oﬀ angle generally increases with the
droplet solution concentration and the voltage duration. The
roll-oﬀ angle increases signicantly to larger than 90 for all the
protein solutions when the duration is 765 s with or without
pre-conditioning voltage and regardless of the magnitude of the
latter. The 1 mg ml1 ovalbumin has roll-oﬀ angles larger than
90 for all pre-condition settings including without resting
period. This nding demonstrates how susceptible Cytop® is to
molecule adhesion when protein solution is used and this eﬀect
is especially enhanced for prolonged duration of contact.
TNW displays much lower roll-oﬀ angles than Cytop® for all
pre-condition settings and solutions indicating a signicantly
lower biofouling rate on the superhydrophobic TNW. Direct
measurement of the uorescent intensity of a tagged protein on
the surface is used to conrm this nding.Fig. 6 Comparison of protein adsorption after diﬀerent electrowetting t
Graph of the ﬂuorescence intensity of adsorbed protein measured on Cyt
ml1 20 ml droplets and diﬀerent applied electric ﬁelds and contact times
a similar exposure with ﬁbrinogen Alexa Fluor 647 0.1 mg ml1 20 ml dro
49642 | RSC Adv., 2017, 7, 49633–49648Evaluation of the biofouling rate
Measurements of the mean uorescence intensity of spots of
labelled protein adsorbed on TNW and Cytop® surfaces are
performed following their exposure to 20 ml droplets of brin-
ogen Alexa Fluor 647 solution at 0.1 mg ml1 under the same
conditions voltage and time periods applied for the roll oﬀ angle
testing (0 V, 150 V and 250 V for 75 or 765 seconds). The results
are shown in Fig. 6a, while an example slide is shown in Fig. 6b.
The results are found to closely mirror those obtained in the
roll-oﬀ tests (Table 1), with the amount of biofouling observed
to be signicantly greater on Cytop® than on TNW (Fig. 6a). In
the case of the Cytop® surface, there appeared to be little
increase in adsorption of protein with increasing voltage but
a strong dependence on exposure time. For the TNW surface
there is little signicant diﬀerence in the amount of protein
adsorption with exposure time or voltage until 250 V, where the
signal more than doubled for the 75 second exposure and
increased 4-fold for 725 second exposure, again consistent with
the 0.1 mg ml1 ovalbumin roll-oﬀ angle results.
The direct measurement of protein adsorption conrms the
promising anti-biofouling behaviour of TNW surfaces. As
a result, TNW surfaces are evaluated as the actuation component
of a DMF device in both single and parallel-plate conguration.Realisation and testing of superhydrophobic EWOD DMF
devices
To evaluate the EWOD actuation of a high protein (OVA and
brinogen) concentration droplet, both single-plate andreatment of a 0.1 mg ml1 ﬂuorescently tagged ﬁbrinogen droplet. (a)
op and TNW following exposure with ﬁbrinogen Alexa Fluor 647 0.1 mg
(PMT gain 500). (b) Example slide TNWwith adsorbed protein following
plets.
This journal is © The Royal Society of Chemistry 2017
Fig. 7 Illustrative superhydrophobic EWOD device designs and conﬁgurations: single-plate (left) and parallel-plate (right). Droplet movement is
instigated when suﬃcient voltage is applied to the control electrodes underneath the droplet. The control electrodes are individually addressed
and activated in sequence to dictate the droplet movement.
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View Article Onlineparallel-plate DMF devices is assembled using the base plate
presented in Fig. 1. The two congurations are shown in the
Fig. 7; the droplet volumes used in the single-plate and parallel-
plate congurations are 35 ml and 5 ml respectively. In each
conguration, the droplet is actuated by individually energising
electrodes in sequence.
The result of droplet actuation in both single-plate and
parallel-plate devices is summarised in the Fig. 8. The single-
plate device was tested by actuating 35 ml droplets of DI water,
1 mg ml1 and 10 mg ml1 ovalbumin and 0.1 mg ml1
brinogen at 150 VRMS and 100 ms pulse rate. The measured
displacement and velocity of all types of droplets following an
actuation route across seven electrodes and back to their initial
position (21.1 mm total travel) are presented. All types of droplet
take approximately between 1.7 seconds to 2.6 seconds (the
maximum recorded average velocity of droplets is 1.24 cm s1)
to complete one cycle depending on the driving electronics§
with varying instantaneous velocities. Actuation of concentra-
tions up to 10 mg ml1 are recorded for ovalbumin droplets in
the single plate device, however, at such concentration actua-
tion becomes unreliable as the droplets exhibit sticky behav-
iour. Droplets in single plate devices are generally found more
diﬃcult to control inherently due to the motion mechanisms.
In the single plate device, the EWOD force is the primary
actuator of the droplet but instead of being brought to electrical
equilibrium between the energised electrode and the zero
electric potential electrode, as it is the case for typical§ The actuation of the 0.1 mg ml1 brinogen droplet was performed using
a diﬀerent version of the drive electronics, which explains the diﬀerence in
completion time.
This journal is © The Royal Society of Chemistry 2017hydrophobic single plate devices,57 the droplet continues rolling
onto the energised electrode due to the very low friction on the
superhydrophobic device. Actuation is diﬃcult to control using
a single plate conguration because of the rolling mechanism
described above. Whilst the later allows actuation droplets of
higher concentration (actuation of 10 mg ml1 ovalbumin was
only achieved using a single plate conguration and was not
successful in the parallel plate device), it can also cause actua-
tion failure either by propelling the droplet farther than
excepted or on the contrary, not far enough in the case of sticky
droplets or sometimes even sideways (not displayed with the
results) and is thus generally unreliable.
As a good example, the 10 mg ml1 ovalbumin droplet only
traveled across six electrodes (and back) as it didn't reach the
last electrode due to the stickiness of the droplet but in contrast
reached a high maximum instantaneous velocity of 2.42 cm s1.
The propelling and rolling mechanisms in the single plate
device can cause the droplet to reach high instantaneous
velocity at some locations on the device surface as can be seen
in the velocity graph for single plate device in the Fig. 8. A video
clip showing the 1 mg ml1 ovalbumin droplet transportation
for three consecutive cycles on the single-plate device is avail-
able in the ESI (Video 1†).
The parallel-plate device was tested by actuating 5 ml droplets
of DI water, 1 mg ml1 ovalbumin, and 0.1 mg ml1 brinogen
at 150 VRMS and 100 ms pulse rate. The measured displace-
ments and velocities of the droplet edge (leading edge in the
rst half-cycle and trailing edge in the second half-cycle) for DI
water, 1 mg ml1 ovalbumin, and 0.1 mg ml1 brinogen for
one cycle are presented in Fig. 8. All types of droplet solutions
take approximately between 1.7 seconds to 2.5 seconds to beRSC Adv., 2017, 7, 49633–49648 | 49643
Fig. 8 Displacements and velocities of 5 ml (parallel plate) and 35 ml (single plate) of DI water and ovalbumin droplets as a function of time for one
cycle using 150 VRMS and 100 ms pulse rate. The top graph shows the displacement of DI water, ovalbumin and ﬁbrinogen droplet solutions on
both parallel and single plate conﬁgurations. The bottom three graphs from left to right show the instantaneous velocity: of droplets (water,
ovalbumin and ﬁbrinogen) in the single plate device; of water and ovalbumin droplets in ungrounded cover plate of the parallel-plate device
conﬁguration and of droplets (water, ovalbumin and ﬁbrinogen) in the grounded parallel plate device.
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View Article Onlinetransported across seven electrodes and return to their initial
positions, again depending on the driving electronics.§ The rather
small variation in instantaneous velocity during droplets' journey
can be attributed to the varying quality of the superhydrophobic49644 | RSC Adv., 2017, 7, 49633–49648surface. Some plate surfaces deviate more from uniformity than
others and have minute defects that occurred during the spraying
process of device fabrication. The DI water droplets reach the
highest value of instantaneous velocity with 3.10 cm s1.This journal is © The Royal Society of Chemistry 2017
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View Article OnlineIn contrast with the single plate conguration, the parallel-
plate device displays discrete movement since its displace-
ment measurement is based on the droplet edge, is not able to
roll freely because of the resistance by the cover plate inhibiting
its momentum. During each electrode activation the DI water
and 0.1 mg ml1 brinogen droplets demonstrate higher
instantaneous velocities than the 1 mg ml1 ovalbumin which
could be due to the ovalbumin's higher viscosity caused by its
higher concentration. Higher viscosity may cause the droplet
edge to reach its steady state more slowly, thus aﬀecting its
velocity measurement.55 However, it is emphasised that in the
absence of viscosity measurement, this is just a hypothesis. As
mentioned before, Neverwet® is an oﬀ-the-shelf commercial
product, therefore batch to batch variability in composition
leading to varying surface quality is to be expected in the surface
quality of the tested devices.
Another conguration of the parallel-plate device using an
ungrounded cover plate, is tested. The result comparing
between the grounded cover plate with the ungrounded one is
summarised in the Fig. 8. Only DI water and ovalbumin are
used to test these two congurations. The maximum instanta-
neous velocities for DI water droplets in ungrounded and
grounded cover plate devices are similar: respectively 2.5 cm s1
and 3.10 cm1. The 1 mg ml1 ovalbumin also has very similar
average velocities in ungrounded and grounded cover plate
devices (1.69 cm s1 and 1.60 cm s1 respectively), albeitFig. 9 Timed video frames of two 5 ml droplets merging and mixing in a
are DI water solutions; the left one is pre-mixed with New Coccine dye.
row shows the 30-fps frame-by-frame record of the two droplets mergin
merged droplets' actuation from one pad to one another until the comple
1000 ms to t ¼ 6200ms) show the step-by-step mixing of the droplet; ev
energised pad.
This journal is © The Royal Society of Chemistry 2017signicantly lower than for DI water. Video clips showing 1 mg
ml1 ovalbumin droplet transportation for one cycle in both
grounded (Video 2†) and ungrounded (Video 3†) cover plate
devices are available in the ESI.†
These results demonstrate the capability of the super-
hydrophobic device to rapidly and reliably transport a protein-
laden droplet. Both single and parallel plate conguration
allows reliable transportation of 1 mg ml1 ovalbumin droplet
and 0.1 mg ml1 brinogen droplet. The latter is 500 times
higher than previously reported concentration of 1.5 mg ml1
without any pluronic additives.28 Protein-laden droplets' actua-
tion performances are comparable to the performance of DI
water droplets on previously reported EWOD devices. The single
plate device droplet velocity is comparable, albeit lower than,
Park et al.’s57 device, which reached maximum (average) speed of
2.5 cm s1 at 150 VRMS. In contrast, at the same actuation voltage,
average velocity of only around 1.2 cm s1 is demonstrated using
our single plate device, however instantaneous velocities of circa
2.5 cm s1 can be achieved. Similarly, for the parallel plate device,
Pollack et al.13 reported an average droplet velocity of 3 cm s1
using 20 Hz pulse rate, which is comparable to the average
velocities reported here (circa 1.2 cm s1 using 10 Hz pulse rate).
The parallel plate conguration of the superhydrophobic
device is used to merge together one 5 ml droplet of DI water
with one 5 ml droplet of New Coccine dye solution. As can be
seen on the Fig. 9, the DI water droplet is actuated towards theregion of a parallel-plate superhydrophobic DMF device. Both droplets
The white-dash contoured pads represent the energised pad. The ﬁrst
g together. The second row displays the frame-by-frame record of the
te stabilisation of the droplet. Finally, the third and fourth row (from t¼
ery frame is recorded after complete stabilisation of the droplet on the
RSC Adv., 2017, 7, 49633–49648 | 49645
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View Article Onlinedyed droplet causing them to coalesce into one 10 ml unmixed
droplet containing two clearly separated region, one of pure DI
water and the other of dyed solution. Aer merging, the droplet
is actuated following a mixing route that induces advection.
Visibly complete mixing is achieved aer only 12 actuation steps
(t ¼ 5 s with a 5 Hz switching rate). Each one of those steps
involves a rapid actuation of the merged droplet (instantaneous
velocity up to 3.1 cm s1 as measured previously) toward the
energised electrode. Due to inertia and thanks to very low fric-
tion on the superhydrophobic coating, the droplet is propelled
slightly further than the energised electrode edge before moving
back at the electrostatic equilibrium position. It is believed that
this behaviour participates in the rapid and eﬃcient mixing. A
video clip of the two droplets merging andmixing is available in
the ESI (Video 4†).
Merging and mixing using the superhydrophobic DMF
device can be achieved quite eﬃciently. However, attempts to
split the droplet using traditional DMF splitting techniques58–60
have been unsuccessful. Necking of the droplet, which is a con-
ditio sine qua non to traditional droplet splitting, wasn't
observed even using a reservoir pad with a surface more than
eight times bigger than the delivery pads. The high contact
angle (>160), in air, against the cover plate, resembles the
conguration of a single-plate system, on which splitting is
notoriously challenging if even possible at all,61–63 rendering the
problem non-trivial. Further studies would be required to
evaluate the possibility of droplet splitting. Alternative
approaches for splitting droplet on EWOD chips exists such as
the use of Y-junction64 or the use of micro-blade splitters;65
which might be envisaged to achieve droplet splitting on
derivatives of the present device but are out of scope of the
present paper.
In summary, droplets of both DI and very concentrated
protein solutions have been successfully actuated using the two
most common EWOD congurations, namely the ‘open’ and
‘closed’ congurations. Interestingly, the results of our
demonstration have shown that the typical square control
electrodes design1–4,6–8,13,17–22 is also feasible for droplet trans-
portation with an ungrounded cover plate by coating both base
and cover plates with superhydrophobic material. It is proposed
that this conguration is viable with superhydrophobic surfaces
because of the almost frictionless contact with the cover plate.
In addition, although droplet splitting hasn't been achieved,
merging and eﬃcient mixing have both been performed on our
device.
Conclusions
In order to address the general issue of biofouling in DMF
devices intended for bioassay applications, commercial super-
hydrophobic material is proposed as the coating for the actua-
tion surfaces in EWOD-based DMF devices. NeverWet® top
coating (TNW) was used as a superhydrophobic coating for both
the base and cover plates of a fully superhydrophobic device.
Electrowetting of protein-concentrated droplets have displayed
good electrowetting reversibility on TNW indicating its suit-
ability as a EWOD actuating surface. When compared to Cytop®49646 | RSC Adv., 2017, 7, 49633–49648it also displayed a lower rolling oﬀ angle at high protein
concentration aer voltage application and a signicant
reduction of the biofouling rate on TNW as evidenced by
measurements of the mean uorescence intensity of adsorbed
labelled proteins. Reliable actuation of very high protein
concentrations up to 1 mg ml1 of ovalbumin and 0.1 mg ml1
of brinogen has been achieved on both ‘open’ and ‘closed’
common EWOD congurations of the superhydrophobic
devices, demonstrating the high potential of the method for
anti-biofouling strategies.
Quite surprisingly, there are very few reports of fully super-
hydrophobic EWOD actuation. To the best of the authors'
knowledge, this is the rst time that reliable actuation of highly
concentrated protein droplets has been demonstrated on such
a device. Further development is still needed to address chal-
lenges of the current technology such as superhydrophobic
surface robustness as TNW is easily scratched and (whilst not
objectively quantied) degrades with time. Another issue
concerns splitting of the droplet that could not be achieved
using the traditional method and would require further study of
alternative technique in the future. A third challenge concerns
droplet dispensing into a superhydrophobic micro-
environment: droplets resist initial placement on to the device
due to its very low surface energy and can also roll-oﬀ directly
from dispensing very easily if care is not taken. To ease the
dispensing process, the rst electrode, immediately adjacent to
the dispensing point, is energised so that the surface is hydro-
philic to the droplet and the outer surface of the micropipette
tip is also coated with TNW to avoid the droplet from sticking to
the tip due to its relative hydrophilicity.
Nonetheless, fully superhydrophobic DMF devices, thanks to
their biofouling-reduction characteristics, have the promising
potential to address one of the major current general challenges
of the EWOD technology, namely actuation of ‘real-life’ samples
containing biomolecules.
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